Prior to the adjustment of the electrical units in 1948, t h e value of a curren t bad been determined in absolute un its by means of a current balance and simultaneo usly measured i n NBS amperes by comparison with standard resistors and standard cells. Th is work was reported in RP1449. Similar measurements made recen t ly with an electrody namometer indicate a possible change in t he values of t he standards . The present paper reports a repetit ion of t he work described i'n" RP1449. The purpose of this remeasuremen t was to determine whether or not the ~t'and ards had cb an ged . Only minor changes were made in t he equipment in order that factors which might ha ve introduced small systematic errors in the results would r emain unchanged.
Introduction
T he accuracy to which the electrical units as maintained at the ational Bureau of Standards are known is under a continual process of improvement. A history of th e developmen t of the electrical units up to the adoption of th e absolute units in 1948 [1] 1 has b een presented by Silsbee [2] . Since the 1948 revision , two absolute determinations of electric current have b een made at the Bureau.
The recent determination of current with a PeUat-type electrodynamometcr [3] led to the resul t that the NBS unit of current was larger th an th e absolute ampere by 13 ppm (parts per million). The difference was not much more than th e estimated uncertain ty of th e absolu te measurement ; but, since the -values assigned to th e N BS primary standard cells depend largely upon an earlier determination of curren t with th e NBS currcn t balance [4] , it was thought n ecessary to repeat th e earlier work in order to determine whether an appreciable drift in th e electrical standards had taken place. This work was done as soon as possible after the completion of th o m easurement using th e electrodynamometer, to assure as far as possible th at both se ts of absolute m easurements were referred to the same electrical standards.
Photographs of th e current balance used in 1942 and again in this determination appear in figures 1, 2, and 3. Briefly, the eq uipment consists of a h elical fixed coil designated H l ( fig. 6 ) in which current flows into the coil through a lead in the center of th" helix:, and out through leads on each end. A smaller helical coil designated P l hangs from an arm of a I Figures in brackets indicate the literature references at the end of this paper. sensitive bala:'lce so as to be concentric and coaxial with the fixed coil. A current flowing in the movable coil produces a force between the two coils, and tends to deflect the beam. In practice, the curren t is held constant and evaluated in NBS units by comparing the potential drop it produces across a known resistance with the emf of a standard cell which is known with reference to the NBS primary standard cells. The balance is adjusted to equilibrium with this current flowing in both coils. Then, the current in the fixed coil only is reversed, and simultaneously a weight is placed on the balance pan. The weight is adjusted to equal as closely as possible the change in force caused by reversing the current. The small difference between the forces is observed as a change in the rest point of the balance. A switch for reversing the current is mounted on the coil case. A rod extends from this switch to the operating room; a cam and other connecting linkages enable the observer by turning this rod to raise and lower the weight on the balance pan and reverse the current at the same time.
The change in force caused by reversing the current is measured by comparison with the force exerted by gravity on the mass placed on the balance pan. This force is equal to the square of the current tImes a calculable function of the physical dimensions of the coils. From these equivalent expressions for the force, the current flowing can be determined in the mechanical units of length , mass, and time.
. Changes in Equipment
Inasmuch as the redetermination of the ampere by means of the current balan~~· wa~ intended primarily as a check on the stabilIty of the NBS standards, the principal features of the equipment were kept intact. The only geometrical change in the arrangement of the coils was a change in c¥, the angle between the movable and fixed coil leads, which has only a very small effect on the mutual force.
The standard cells were moved from the underground compartment to a "standard celler" [5] where their temperatures were thermostatically controlled near 34° C. This arrangement was used also for the Pellat electro dynamometer, and made it possible to regulate the cell temperatures and hence the cell voltages more precisely than had been possible before.
Changing the temperatures of the cells also changed their voltages, and made it necessary to decrease the size of the platinum weight that had been used with the balance in the earlier work.
The turning points of the balance are observed on the scale in the operating room by a beam of light reflected to the scale from a mirror mounted on the balance beam. A scheme in which the beam of light was reflected twice from a moving prism had been used before, in order to increase the balance sensitivity. We preferred to use a singly reflecting mirror instead of the doubly reflecting prism, because the hairline at the light source could be focused more sharply at the balance scale. The sensitivity of the balance dropped from 1.21 mg/cm to 2.33 mg/cm, but the reliability of the readings was improved.
During the preliminary measurements it was noticed that throwing the reversing switch mounted on the coil case gave the case a push that changed the apparent rest point of the balance as observed on the scale in the operating room. It was decided that the coil case was too shaky to be reliable, so copper straps were bound around it to make it more rigid. These can b e seen in the photographs. "Also, a sliding joint was put into the switch rod. The performance of the balance was then ch ecked with no current in the coils, and it was found that the position of the reversing switch had no effect on the rest point of the balance.
The turning points of the current balance have always been subject to random fluctuations. These are attributed to fluctuations in th e air flow around th e movable coil. Much experim entation has been done with ventilation of the coil case in an effort to steady the swings of the balance. The most satisfactory arrangement found was used for the fina.l r uns. This consisted of a honeycomb baffle under th e movable coil and a fan to draw air from the top of the coil case. The fan was lo cated about 20 feet from the coils and was connected with the coil case by means of a tub e.
R eversing the curren t and ch anging the weight sometimes gives the b alance an impulse which, if unch ecked, would m ake the balance amplitude unsatisfactory. Previously the balance h ad been steadied after reversing the curren t by injecting short blasts of air under the balance pans. It was found that the turning points of the balan ce were more regular if the adjustments in b alance amplitude were made by changing briefly the current through th e coils. Two switch es were installed in the operating room, one to increase, and one to decrease the current. All of the runs reported in this paper were obtained without the use of air jets.
Mechanical Dimensions
The mechanical dimensions of the coils were 1'emeasured, using for the most part th e methods that had been used in 1942 . The end tandards used to measure tbe diameters of th e coils were re-evaluated by the NBS Gage Section . Summaries of' the coil dimensions appear in table 1. of th e two coils at 30° C. It can be seen th at apparently the fixed coil became larger and the movable coil smaller. ome ch anges in dimensions are to be expected, and could be caused by a gradual rela. xaLion of the strains in the wires or forms.
The diameter and electrical resistancc of each coil were measured at three temperatures: n ear 25°, 30°, and 35° C. From these measurements it was possible to estimate, from measurements of the resistances of the wires, the diameters of the coils when they were in the balance case under different ambient conditions.
The newly determined temperature coefficients of expansion agree very well with the values found in the old measurements. The temperature coefficients of resistance do not agree, but this is because they were assumed, not measured, in the earlier work. At that time the temperature coefficients were taken from tables of copper-wire characteristics. Since the wires are under considerable strain, it is not surprising that the measured temperature coefficients differ from the values assumed in RP1449.
A new measurement of the diameter of the wire on the movable coil was made, and the result agreed with the previous measurement. In view of the excellent agreement it was felt unnecessary to remeasure the fixed coil wire diameter.
The current distribution corrections contained in table 1 correct for the variation of current density over the cross section of each wire ; no corresponding corrections were made in the work reported in RP1449 because the net effect based on Snow's assumption of the "natural" distribution [6] was small. Recently Wells [7] has measured the resistalIce-strain relation in copper wire, making it now possible to give further expression to the variation of current density over the cross section of the wires. Using Snow's formula for the helix equivalent to a helical wire, we have where f l= the effective coil radius, rl = the mean coil radius, PI = the wire radius, and Ul (r~) is the volume density of current in the wire as a function of the distance r~ from the x axis. A relationship similar to the above holds for the movable coil, whose coefficients will be denoted in what follows by the subscript " 2." Snow has shown that the radius corrections do not depend upon the second derivative of u(r). This means that a first order expansion of u(r) will lead t o a radius correction which is correct to second order.
The current density at a given point in the fixed coil is given by ul(r~) = G/oT~=( G/ O'rl)[l -(ydrl)] to first order in yt/rl, where 0' is the resistivity of the copper, Yl = T~ -rl, and G is a constant . The analy~is to follo.w. is carried out for the fixed coil only, WIre 1, but It IS to be understood that the equations are valid for the movable coil, wire 2, also.
The resistivity of the copper has been measured in terms of the strain by Wells [7] . He finds that
where ~= 1.13 and ' Y =-2. An attempt has been made t o determine higher order corrections to the effective diameter based on Wells' resistivity determinations, but for the coils used here such corrections are negligible.
Pitch
The pitch of H I was measured as d escribed in RP1449, and found to be insignificantly different from the earlier value. T he pitch of P I was last measured in 1934, and was not remeasured for the 1942 work. A new determination was felt to be in order for the completeness of this determination even though the force constant is not strongly de~ pendent upon the pitch of the movable coil.
For the measurement of the movable-coil pitch a J.?1eter bar was set up vertically, parallel to the coil aXIS. A telescope was clamped to a vertical bar which was free to pivot in such a way as to swing the telescope from the meter bar to horizontal graduations rul.ed on tJ;te wires of t~e coil. The telescop e was eqUIpped wIth a filar mICrometer eyepiece. A reading was made of the distance between a graduation ruled on a wire and a graduation on the meter bar. Then, the telescope was raised to measure the position of another wire. The distance between the two wires is given by the distance between the two m eter b ar gradua tions plus the differen ce between the readings of the filar micrometer eyepiece.
Th e a ccuracy of the measurement depended upon how well the coil and meter bar r emained fixed wi th respect to each other, and upon the r epeatabili ty of the pivot of the ver tical bal'. The measuremen t is not as good as that used to m easure th e fixed-coil pitch , which used two telescopes, both of which were m oun ted on the ver tical bar. It is felt, though, that the method is better than that used in 1934, which u sed a single telescope mounted on a carriage with a calibrated screw movem en t. T he two-telescope m ethod is better than either method used, bu t the movable coil was too short to be viewed by both telescop es at the same time. The result of the pitch measurements is that the changes found wer e too small to make any ch ange in the balance constant as large as 1 ppm.
Calculation of the Force Constant
The force between L he two helices is computed from t h e formula given by now [6] . vVith the notation of RP1449, 1'1 = m ean radius of fixed helix. r2 = mean r adius of movable helix:. ll= axiallcngth of fixed helix (pitch X number of t tll'ns). l2= axiallength of movable helix (pi tch X number of t Ul'l1 ). l\TI =number of turns on fi xed coil. N 2 =number of turns on movable coil. a= angle between movable coil and fixed coil leads.
The for ce in dynes between the movable coil and the upp er half of the fixed coil wi th uni t cgs curren t flo \ying in each of them is given by K, E, and II are the complete ellip tic in tegrals of th e first, second , and third kind, respectively, to the modulus 7c a nd parameter ko. As in RP1449 , the force i n dy nes betwee n the helices with one amper e in the wires, Fnn, t aking accoun t of bo th halve of the fixed helix and of r eversal of the current, is FHH= 4j/lOO .
•
The formula for the calcula tion of the force consta nt assumes that the diameter of each coil i uniform throughout its length . Clearly some turns affect the force constan t more Lron o-ly than others. Use of the mean diameter in the calcula tions attaches unclue impor tance to cer tain turns of wire, such as those near the ccn ter of the fix ed coil, which have lit tle effect upon the force co nstant. A plo t was made of lhe calcula ted force, j (x) , between the movable coil a nd a turn of the fixed coil, as a function of the disla nce x bet\veen the center of the mo ving coil and the turn. It was decided to weight the radius of the t um at position x wi th the factor J(x).
LeL rex) = th e radius of a wire as a function of i t axial position, r = the aver age radius of the coil, a nd reff= the weigh ted mean radius. Then , s umming over all the turn ,
" n r(x)-r for the fixed coil is plotted in figurc 4. !:J.r is found by simple summa tion to be + 0.1 micron, and the effect is entered i n table 1 as a diameter corr·ec-tioll . A similar correction for the movable coil would be much smaller , and was not considered wor th calculating. 
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The following adjustm en ts were mad e for differences between th e valnes of dimensions nsed in t he a bove computation and t he dimension s given in table 1: Total force adjustm ent = -0.0046 dynes.
The compu tation of the coefficien ts in tbe variation formula for these two helices gave the equation:
H ence for H I and P I at the dimensions of the coil corr esponding to 30° C , F",, = 1348.3619 dynes.
. Experimental Determination of the Force
Between the Coils
The experimen tal determination of the force between the coils was made as described in RP1449. The wiring diagram is shown in figure 6 for more convenient reference .
= = FIGU R E 6. W iri ng di agram of current balance.
R eadings were made of nine turning points of the balance with the current in one direction , then the current in the fixed coil was r eversed and the measurement of turning points repeated. A set of ten m easurements involving nine reversals of current was averaged and entered in table 3 as one determination .
The force between the fixed-coil leads and the movable coil was measured by r emoving the ' fixed coil from the circuit without changing the lead-wire configuration . The movable-coil lead effect was m easured in a similar way . These forces must be subtracted from the totai force b etween the coils, and appear in table 4.
It was found that the m echanical dimensions of the coil supports were not as stable as had been hoped. Ev en with the straps around the case as described earlier, the vertical position of the movable coil with respect to the fixed coil chan ged about 0.2 mm in one mon th. Th e change was ascribed to dim ensional changes in the wooden case due to a change in humidity, and the observed balancing mass was corr ected for this change under the assumption that the shift was proportional to time. The numbers given in table 3 ar e corrected for the effect, which was never more than 4 ppm in the current.
The temperatures listed in table 3 are the temperatures of the wires, computed from their resistances and m easured temperature coefficients. Because of temperature gradients in the coil forms, the mean 
Results of rneasurernemls of force
Observed difference in rest points equals average difference In scale reading of res t points of the bala.nce, 0, correspo nding to "on" and "off" positions of weight, multiplied by the sensitivity of tbe balance (2.33 mg/cm) . Mass of weight (a platinum cylinder); temperatures of the coils are slightly different from the wire temperatures. A measure of this effect was made and applied to the work r eported in RP1449. The 1942 temperature gradient measurements were corrected by the better resistance measurements made recently; and it was found that under equilibrium conditions with one ampere through t ile coils, the mean fixed coil form temperature was 1.1 0 C below the fixed coil wire temperature, and the mean movable coil form temperature was 0.1 0 C below the movable co il wire temperature. Application of the computed force-diameter variation coefficien t from 
The measured values of the currents are expressed in "NBS amperes," which is taken in this paper to m ean the cunent with reference to the present NBS standards of resistance and electromotive force, which went into effect in 1948 [1] -The value of the acceleration of gravity is based on the Dryden reduction [8] and a gravity survey made at the .National Bureau of Standard .' s by the Geological Survey. To make the comparison complete, the new diameter weighting, current distributions , and temperature gradient corrections are applied in this paper to both the 1942 and 1956 work. It may be pointed out here that these last three corrrections tend to cancel, and do not change the 1942 result by more than 1 ppm.
Permeability of the Forms
It was assumed in the earlier work on the current balance that the permeability of the coil forms had a negligible effect on the force constant. Inasmuch as the susceptibility of each form was only -1 X 10-6 , the correction would certainly be small ; but an order of magnitude calculation was felt desirable.
In the following computation, the permeabilitie of the movable coil and of the fixed coil are treated separately . Unit current (1 amp) is assumed flowing in each of the coils. It is n ecessary with the method used to compute the magnetic fields of the solenoid at various points. This can be done in all cases by means of formula given in a paper by Snow [9] .
The field of the movable coil serves to induce magnetic poles on the ends of the movable coil form, whose magnitude can be computed through the relation m = (I-Ix V) /l, where l1= 3.5 oersteds is the mean field intensity in the form, x = -1 X 10-6 is the susceptibility, 11 is the volume of the coil form, a.nd l is its length. m is from this approximately -3.0 X lO -4 pole. The axial compon ent of the fixed coil field intensity, I-Ix , at the en d of the movable coil form is computed to be I-Ix = 0 .65 oersted . The force on each end of the coil form is then F' = -0.65 X 3.0 X lO -4 dyne. Since th e total force b etween the coils is F = 1348 /2= 674 dynes without reversal of the current, the permeability of tho movable coil ha.s an effect of -[(2 X 2.0 X 10-4 )/674] = -0.6 ppm in the force, considering both ends of tbe form.
B ecause of the complicated field distribution inside the fixed coil form due to current in the fixed coil, a ratber elaborate calculation was made of th e fixed coil permeability effect. A rough estimate indicated th at tbe form , although diamagnetic, would cause an increase in the radial component of field at the movable coil, which is not what one would at first expect.
The magnetic charge distributed over th e surface of the form was calculated using the normal component of field given by Snow's formulas, and the form susceptibility. The distribution was broken up into a series of rings of charge one centimeter wide extending around the form, and the total charge per ring was determined. This charge "vas then assumed concentrated on a circle located at th e center of th e ring. A formula for the potential of a circle of charge has been given by Smythe [10] , in terms of Legendre polynomials, but this did not converge satisfactorily for our purposes. A solution was found in terms of elliptic integrals, which leads to an easier numerical calculation.
It can be shown t.hat the potential of a. circle of charge at a point a distance l' from the axis of the circle and a distance d from the plane of the circle is given by V = [2QK(k)] /( 7I'.?4), k 2 =(4I'R) /.?4 2 , .r YF= (r+ R) 2+ d 2 , Q is the total charge on the circle, R is the radius of the circle, and K is the complete elliptic integral of the first kind. From this the radial component of field at the point is given by
and E is the complete elliptic integral of the second kind. This expression allows one to sum the contribut ions of the separate circles of charge to the field at the movable coil. One finds tbe total contribution t o be H (i> = 1.25 X lO -6 oersted.
The radial field at the movable coil due to the fixed coil itself can be calculated from the force F between the two coils, using the relation F = A detailed calculation shows that because of the way in which the radial field of a circle of charge drops off at points away from t he plane of the circle, those charges near the center of the form have the greatest effect on the field . Since the charges on the outside of the form are concentrated at the cen tel' of the coil and the charges on the inside are spread out, the charges on the outside have a slightly larger influence on the radial field at the movable coil. For this reason the fixed coil susceptibility causes an increase in the force.
The effects of the fixed and movable coil forms are in the opposite direction, and are seen to cancel. The calculations were made to a degree of precision which could cause an error of only a fraction of a part per million in the current. 7 . Uncertaintie s Table 5 contains estimates of known uncertainties in the current. The numbers given are probable errors for those measurements which can b e treated statistically, and "50-percent-error estimates" for They also estimate that systematic errors could be as great as 15 ppm. W e have estimated the total 50-percent error in these gravity determinations to be 6 ppm, which is equivalent to 3 ppm in the current.
Several laboratories have recently completed or are now working on new determinations of the acceleration of gravity. If the presently accepted value for the acceleration of gravity is revised as a result of such work, this paper should be revised accordingly.
. Comparison with the Pellat Balance
According to the work described in this paper, the ratio of the absolute ampere to the ampere as presently maintained at the Bureau is, as given in table 4, The observed difference between the absolute and NBS units of current could be ascribed to a change in the electrical standards, to inaccuracies in the meaSID'ements which ' were used Lo define the present standards, or to the uncertainty in the present measurements. The present standards were defined by rounding off the average of several ampere determinations made in various countries to the nearest 10 ppm. Th e rounding off process com· bined with the uncertainties of the individual measurements could have caused an error large enough to explain our difference within the estimated 50-percent error. The 6-ppm difference between the results of the present work and the work using t he same coils reported in RP1449 is also small enough to be interpreted as a combinaLion of random errors.
It 
